an artifactual one? Is the surgeon performing C-IONM able to distinguish between an RLN risk EMG profile versus an artifactual one? When problems occur, can thyroid surgeon perform appropriate troubleshooting to identify and correct the issue at hand? I-IONM and (more) C-IONM will not only require special training and acquisition of skills. These technologies will also change the existing surgical training pattern and reshape the learning curve of residents by offering new solutions, new intraoperative strategies, decision making, new techniques for thyroidectomy (both open, endoscopic, and robotic).
Next generation more customised (and less expensive) C-IONM accessories, may therefore better penetrate the clinical arena (1) (2) (3) (4) (5) (6) .
